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The marking for mounting in explosion hazardous areas of zone 1: Ex ib IIC T4...T1. 
The marking for mounting in explosion hazardous areas of zone 2: Ex nA [nL]IIC T4...T1 
The marking for mounting in explosion hazardous areas of zone 22: Ex tD A21 IP6X TXoC 

Type of protection 

Ex ib IIC resp. 
Ex nA [nL]IIC 

Permitted range of the 
ambient tem erature 

-40°C S TaS +70°C 

Maximum fluid temperature 
°c 
130 
195 
290 
400 

Temperature class 

T4 
T3 
T2 
T1 

Type of protection 

Ex tD A21 IP6X 

Permitted range of the 
ambient tem erature 

-20°C s Ta S +60°C 

Version 

Vj)RTEX-Kom akt 
SWIRL-Kom akt 
VORTEX-Remote 
SWIRL-Remote 

MODEL No. 

VT41 
ST41 
VR41 
SR41 

Surface 
tem erature TX 

(T85... TFluidtC 

T85°C 



IECEx Certificate
 
of Conformity
 

Certificate No.: IECEx TUN 07.0014X 

Date of Issue: 2008-09-10 Issue No.: 1 

Page 5 of 5 

DETAILS OF CERTIFICATE CHANGES (for issues 1 and above): 

The changes refer to the electrical construction of the Vortex Flowmeter FV4000-VT4*NR4* and the Swirl Flowmeter 
FS4000-ST4*/SR4*. The 'Conditions of Certification' are changed. The electrical data, the ambient temperature and all 
other details remain unchanged. 


